RF interference suppression in a cardiac synchronization system operating in a high magnetic field NMR imaging system.
An electrocardiographic (ECG) unit suitable for cardiac-synchronized nuclear magnetic resonance imaging in high magnetic fields is presented. The unit includes lossy transmission lines as ECG leads in order to suppress radio frequency (RF) interference in the electrocardiogram. The unit's immunity to RF interference is demonstrated.